Range uncertainties are among the greatest issues in ion beam therapy, and can have very different reasons: on the one hand range calculation inaccuracies in treatment planning (e.g. stopping power conversion from X-ray Computed Tomography \[CT\] images, CT artifacts), on the other hand inaccuracies of the actual irradiation (e.g. positioning of the patient and organ motion, physiological changes)[@b1][@b2][@b3]. To compensate for the uncertainty in precisely placing the proton beam within tissue, safety margins are set around the tumor volume in treatment planning (typically 3.5% of the proton beam range[@b1]), limiting the overall ability of proton therapy to provide maximum dose to the tumor and sparing surrounding healthy tissue[@b4].

The importance of feedback during ion beam delivery is underscored by the consideration of various techniques for non-invasive localization of the Bragg peak position, typically based on the detection of nuclear reactions accompanying proton irradiation of tissue. Positron emission tomography (PET) is perhaps the most advanced method currently under clinical investigation[@b5][@b6], whereas the detection and imaging of prompt reaction gammas is just entering clinical testing[@b7][@b8]. Both methods rely, however, on complex and bulky detector instrumentation and deliver only indirect information about the Bragg peak position. Another field, the development of compact laser-driven accelerators for ion-beam therapy[@b9][@b10], could similarly benefit by a technique that gives real-time feedback to the beam profile and energy deposition characteristics in order to optimize, calibrate, and standardize ion beam technology.

In this work we introduce ionoacoustic tomography (IAT) as a potent modality for high-resolution characterization of the Bragg peak spatial distribution[@b11]. We hypothesized that by detecting and mathematically inverting the ultrasound waves produced upon transient stopping of ions by water/tissue we could reconstruct the deposited dose profile. Such approach could yield a direct measure of energy deposition and enable ultrasound-diffraction limited imaging resolution (100--300 micrometers) within several centimeters penetration depth. The induction of acoustic waves using proton beams was first reported by Sulak *et al.*[@b12] in 1979, i.e. in the same time frame where optoacoustic (photoacoustic) imaging emerged[@b13]. Follow--up studies confirmed ultrasound detection from soft tissues even during tumor treatment, but were limited to single element acquisition and very low signal strength[@b14]. Using high frequency (up to 10 MHz) ultrasound transducers, we have recently shown one dimensional detection of ionoacoustic signals from a 20 MeV proton Bragg peak[@b15]. Besides several ionoacoustic simulation studies[@b16][@b17][@b18], in experiments at an advanced hospital-based cyclotron with 230 MeV protons ionoacoustic signals were observed around 10 kHz with hydrophones[@b19]. Alsanea *et al.*[@b20] demonstrated ionoacoustic tomography in simulations, however, no experimental study so far has revealed the spatial characteristics of proton beams. Here, we demonstrate submillimeter resolution three dimensional (3D) ionoacoustic tomography of the Bragg peak. We further combine IAT with ultrasound and optoacoustic imaging[@b21][@b22][@b23][@b24] to demonstrate that not only Bragg peak profiles can be resolved with high resolution, but that they can also be co-registered to the underlying tissue morphology.

Results
=======

Ionoacoustic imaging setup
--------------------------

To experimentally prove IAT we employed proton beams of 20 and 21 MeV provided by the Tandem accelerator of the Maier-Leibnitz-Laboratory (see Methods). According to Geant4 simulations[@b25], protons at this energy deliver a spatially confined Bragg peak with full-width-half-maximum (FWHM) of about 0.3 mm in beam direction and a range of approximately 4 mm in water, ideal for ionoacoustic characterization studies. Ionoacoustic signals were induced using a beam focus of about 1 mm FWHM ([Supplementary Fig. S3(a)](#S1){ref-type="supplementary-material"}) and a proton pulse length of less than 200 ns, satisfying both thermal and stress confinement conditions (see Methods). For 2D raster scanning, we based image reconstruction of the Bragg peak on a maximum intensity projection of the acquired ionoacoustic data set while for 3D tomographic imaging we used the modified backprojection algorithm[@b26] or the model based reconstruction[@b27], similar to inversion methods applied in optoacoustic tomography[@b28][@b29].

2D ionoacoustic imaging of the Bragg peak
-----------------------------------------

We first investigated the capability to image the Bragg peak with IAT in a two dimensional (2D) setting. [Figure 1(a)](#f1){ref-type="fig"} shows the experimental 2D setup based on an uncalibrated 10 MHz single element focused ultrasound transducer located at focal distance of 25 mm from the expected Bragg peak position. We scanned the Bragg peak over a 4 × 4 mm^2^ field of view in step sizes of 80 μm. [Figure 1(b)](#f1){ref-type="fig"} shows the maximum intensity projection (MIP), revealing a FWHM along the *x*-*y* axis of 2.4 ± 0.3 mm and 2.3 ± 0.3 mm as illustrated in [Fig. 1(c)](#f1){ref-type="fig"}. These values are in good agreement with a Geant4 simulation based on the beam size measured with a radiochromic film located at the water phantom entrance foil ([Supplementary Fig. S2(a)](#S1){ref-type="supplementary-material"}). Using k-Wave[@b30] to simulate ionoacoustic signal generation and propagation we found that 10^6^ particles per pulse, corresponding to 1 μJ stored energy in the Bragg peak volume generated a pressure wave of 67 Pa at the detector position. The induced ionoacoustic signals exhibit a signal to noise ratio (SNR) of about 40 dB after averaging 16 signals. These numbers are similar to SNR values measured in Assmann *et al.*[@b15].

Upon confirming the fundamental ability to directly image the Bragg peak position and proton absorption distribution, we investigated the IAT detection sensitivity by introducing a 0.5 mm thick aluminum absorber in the proton beam after the vacuum exit before the 8 cm air gap. Geant4 simulations predict about a factor of two increase of the lateral spread due to the introduction of absorbing material into the beam ([Supplementary Fig. S2(b)](#S1){ref-type="supplementary-material"}). Using IAT, we confirmed this prediction ([Fig. 1(d,e)](#f1){ref-type="fig"}), revealing a beam profile measuring FWHM *x* = 5.4 ± 0.5 mm and *y* = 5.3 ± 0.5 mm. Due to the lower energy density in this experiment, SNR decreased to approximately 30 dB after averaging 16 events.

3D ionoacoustic tomography
--------------------------

To investigate whether Bragg-peak images could be captured in three dimensions and in video-rate mode, we employed ([Fig. 2(a)](#f2){ref-type="fig"}) an ultrasonic 64 element curved array (172° half circle, center frequency 5 MHz) typically applied in optoacoustic tomography[@b28][@b31]. The ultrasound array was moved in lateral steps of 200 μm over the particle beam, acquiring a 3D data set of generated ultrasonic waves. Image reconstruction yielded a 301 × 301 × 36 volume element (voxel) image with a grid spacing of 50 μm which was used to visualize the stopped particles (see Methods). These first three dimensional reconstructions of the Bragg peak revealed the entire spatial distribution of particle beams in water ([Supplementary Movie S1](#S1){ref-type="supplementary-material"}). The MIP along the beam axis, illustrated in [Fig. 2(b)](#f2){ref-type="fig"} (and [Supplementary Fig. S1(a)](#S1){ref-type="supplementary-material"}), reveals a FWHM in *x* and *y*-direction of 2.8 ± 0.3 mm and 2.0 ± 0.3 mm, in accordance with the related radiochromic film measurement ([Supplementary Fig. S3(c,d)](#S1){ref-type="supplementary-material"}). The MIP in *yz* plane, shown in [Fig. 2(c)](#f2){ref-type="fig"}, visualizes the range of protons in water with the Bragg peak position at *dz* = 4.3 ± 0.2 mm and the FWHM of the Bragg peak of *dr* = 0.28 ± 0.05 mm. This proton range is in full agreement with earlier 1D measurements[@b15] and Geant4 simulation results ([Supplementary Fig. S2(a)](#S1){ref-type="supplementary-material"}). The effects of introducing a 0.5 mm thick aluminum absorber could be monitored in three dimensions ([Fig. 2(d,e)](#f2){ref-type="fig"}; [Supplementary Movie S2](#S1){ref-type="supplementary-material"}). The increased lateral spread of stopped particles (FWHM of 6.2 ± 0.5 mm and 6.1 ± 0.5 mm in *x* and *y* axis) was confirmed by the corresponding simulations ([Supplementary Fig. S2(b)](#S1){ref-type="supplementary-material"}) and was accompanied by a reduced Bragg peak range of *dz* = 3.3 ± 0.2 mm, and a FWHM of the Bragg peak along the beam axis of *dr* = 0.35 ± 0.05 mm.

Multimodal ionoacoustic, optoacoustic, and ultrasound imaging
-------------------------------------------------------------

The ability to image the Bragg peak in three dimensions comes with significant implications in terms of feedback during treatment. For accurate IAT application it would be therefore important to register the ion-beam profile onto the underlying tissue morphology. For this reason we combined IAT with ultrasound and optoacoustic imaging. Initial experiments were performed using 21 MeV proton energy for IAT and 532 nm laser illumination on an immobilized mouse leg *ex-vivo*, under identical placement conditions ([Fig. 3(a)](#f3){ref-type="fig"}). By exchanging the IAT transducer for a co-localized linear ultrasound (US) array we also acquired pulse echo images from the same leg location. Optoacoustic images ([Fig. 3(b)](#f3){ref-type="fig"}) revealed optical absorption morphology showing the medial marginal vein. Ultrasound imaging, depicted in [Fig. 3(c)](#f3){ref-type="fig"}, further revealed anatomical features, such as bone structures that can be co-registered with IAT and optoacoustic images. An invasive cryo-slice image of the mouse leg, shown in [Fig. 3(d)](#f3){ref-type="fig"}, demonstrated good agreement with the optoacoustic and ultrasound image. Furthermore, [Fig. 3(d)](#f3){ref-type="fig"} shows the co-registration of the IAT image onto the optical image, illustrating the Bragg peak position reaching the distal end of the mouse leg with a proton range of *dz* = 4.7 ± 0.2 mm in the mouse leg tissue. We note that an increased lateral spreading of the Bragg peak as shown in [Fig. 3(d)](#f3){ref-type="fig"} can be attributed to lower SNR compared to previous experiments due to soft tissue effects. The longer range of protons in tissue compared to water experiments (Geant4 simulation predicts *dz* = 4.5 mm at 21 MeV proton energy) can be explained by the slightly different properties of the leg tissue over water. The registration of IAT signals on other tissue images may pave the way towards monitoring of beam quality and proton therapy treatments[@b32].

Discussion
----------

Our results effectively establish ionoacoustic tomography as a potent tool that could be utilized in multiple applications within the proton-beam development and proton-therapy fields. We present a novel experimental arrangement to interrogate two abilities. The first feature is related to the so far unknown capacity to generate images of proton beams stopped within tissues and tissue-like media. Such capacity could be fundamental to enable on-the-fly optimization of beam delivery during proton treatment. Moreover, IAT could be uniquely suited for characterization of the very intense beam pulses of future compact laser-driven accelerators[@b9][@b10][@b33] due to its large dynamic range and the temporal separation of the acoustic signal from the laser pulse induced electromagnetic pulse (EMP). The second ability is related to the development of a hybrid system that would allow the unique co-localization of a proton beam and the underlying tissue anatomy. Such system could be employed during treatment regimens to register experimentally measured proton beams onto the underlying tissue morphology so as to optimize dose delivery. The acoustic waves generated in response to the sharp distal falloff of stopped protons are spatiotemporally analyzed to produce two-dimensional and three-dimensional maps and videos of proton range and Bragg peak shape, resulting in submillimeter accuracy. In particle therapy, the combination of ultrasonography and IAT can enable accurate positioning of the ion beam on tissue morphology only or jointly with ultrasonic markers. As both methods are based on ultrasound effects, inhomogeneities occurring in soft tissue can be neglected in IAT. Moreover, optoacoustic tomography may be a valuable imaging combination for pre-clinical particle therapy research well adapted to small animal morphology thanks to its high spatial resolution or for clinical imaging of superficial diseases, in particular for depths of up to 3 cm (e.g breast cancer visualization)[@b34][@b35].

Methods
=======

Proton beam parameters and radiochromic films
---------------------------------------------

We used proton energies of 20 and 21 MeV with an energy resolution better than 0.1% delivered by the 12 MV electrostatic Tandem accelerator of the Maier-Leibnitz-Laboratory (LMU and TU München). To enable high image quality, we set the beam current to about 3 nA measured with a Faraday cup at the beam vacuum exit. This current corresponds to 10^6^ particles per pulse being equivalent to 1 μJ per proton pulse, one order of magnitude above the detection limit of 10^5^ particles per pulse as previously determined by Assmann *et al.*[@b15] in a similar ionoacoustic setup. For our 2D scan using 16 averages, this beam current resulted in a total energy of approximately 66 mJ while for the 3D scan averaging 512 events, a total energy of about 1.2 mJ was used.

The beam focus size was adjusted to be about 2 mm^2^ at the entrance foil of the water phantom. The beam focus could be seen on a cesium iodide (CsI) scintillating screen during beam tuning and was measured after specific irradiations with a radiochromic film (GafChrom). Radiochromic films offer a simple and independent possibility to check the beam spot size immediately after entrance into the water phantom. A scan of the irradiated area (Fig. S3(a,c)) allows one to determine the intensity distribution in *x* and *y* (Fig. S3(b,d)) which can be directly compared to the corresponding values of ionoacoustic scans ([Fig. 1(b,d)](#f1){ref-type="fig"}). At our beam intensity, a film exposure took about 30 sec followed by scanning with a photo scanner (Epson Perfection V700) using the full physical scan resolution of 1200 dpi[@b36]. Measured dose profiles corresponding to [Figs 1](#f1){ref-type="fig"}(b) and [2](#f2){ref-type="fig"}(b) are presented in [Supplementary Information, Fig. S3](#S1){ref-type="supplementary-material"} where different lateral resolutions (radiochromic film \~50 μm, ultrasound transducer \~0.3 mm) and acquisition times (film \~30 sec, transducer scan duration \~1.5 h suffering from long term beam instabilities) of the methods have to be taken into account.

IAT setup
---------

All IAT measurements were performed by directing the proton beam from the Tandem accelerator through a vacuum exit window and an 8 cm air gap into a water tank (33 × 17 × 19 cm^3^) through a 50 μm polyimide window. The water tank contained different ultrasound sensors employed to study IAT feasibility and performance of proton beam characterization at different dimensions or for performing co-registered ultrasound and optoacoustic imaging.

Two dimensional images of the particle beam profile were enabled by raster scanning a spherically focused ultrasound sensor (V311, focal distance 25.4 mm, central frequency 10 MHz, bandwidth 100%, Olympus-Panametrics, USA) mounted on a *xyz* stage with 10 μm accuracy. The 10 MHz transducer had a beam width of 293 μm with a length of the focal zone of 4 mm at its central frequency. Raster scans were performed using a scanning distance of *dx* = *dy* = 80 μm for the Bragg peak characterization illustrated in [Fig. 1(b)](#f1){ref-type="fig"} and *dx* = *dy* = 100 μm for the aluminum experiment shown in [Fig. 1(d)](#f1){ref-type="fig"}. A scan with 250 raster points took around 1.5h, during this time the beam intensity as well as the focus size fluctuated by ± 30%, therefore an increase of the measured focus size has to be expected. At its central frequency, the detector has a −6 dB beam diameter at focal length of about 0.3 mm, which limits the lateral resolution additionally. The water temperature was kept around 35 °C and continuously monitored for US velocity calculation. We amplified ionoacoustic signals employing a low noise 63 dB amplifier (AU 1291, Miteq Inc., USA) and additionally increased SNR in [Fig. 1(b,d)](#f1){ref-type="fig"} by averaging 16 waveforms. Signals were acquired using a digital oscilloscope set to a sampling rate of 500 MS/s.

Fast 2D and 3D imaging of the particle beam were performed using a 64 element curved US array (172° half circle, central frequency 5 MHz, bandwidth \> 50%, Vermon, France) employed in previous optoacoustic imaging studies[@b22][@b28][@b37]. The in-plane spatial resolution of the US-array is estimated to be in the order of 150 μm while elevational resolution is approximately 800 μm. To increase SNR, we used a homebuilt amplifier array consisting of 64 elements offering a gain of 52 dB. Additionally, signals were averaged 512 times for each scanning step, resulting in a frame rate of more than 1 frame per second.

Ultrasonography was performed employing a commercially available 128-element linear array (7.5 MHz, 12L5V linear array, Model Terason t2000, Terason, Burlington, MA, USA) which replaced the curved US array used for optoacoustic and ionoacoustic imaging. We note that the US images were not perfectly co-registered to the optoacoustic images and invasive cryo-slice images of the mouse leg after exchanging the iono/optoacoustic imaging array with the US array. This mismatch is attributed to the spatially limited geometry of our experimental imaging system, but can be improved in future experiments.

Image reconstruction
--------------------

We used different reconstruction algorithms to generate ionoacoustic images. Maximum intensity projections of the two dimensional raster scans illustrated in [Fig. 1(b,d)](#f1){ref-type="fig"} were generated by determining the peak-to-peak difference of the ionoacoustic signal at the Bragg peak position. Three dimensional representations of the Bragg peak were reconstructed using the modified backprojection algorithm[@b26] for [Fig. 3(b)](#f3){ref-type="fig"} or the model based reconstruction[@b27] for [Fig. 2](#f2){ref-type="fig"}.

*Ex-vivo* mouse imaging
-----------------------

All mouse procedures were approved by the Bavarian Animal Care and Use Committee and all experiments were performed in accordance with the guidelines and regulations approved by the Government of Bavaria, Germany. Iono- and optoacoustic imaging was performed on a CD-1 nude mouse sacrificed prior to the experiment. We imaged the mouse leg taking into account the limited range of protons at 21 MeV which relates to *dz* = 4.5 mm in water. The mouse was mounted on a custom built animal holder and illuminated from one side using three fiber bundles connected to a 532 nm laser. The measurement protocol comprised optoacoustic imaging of the mouse leg followed by ionoacoustic imaging to obtain the position of the Bragg peak. Finally, optoacoustic imaging of the mouse leg at a similar position was performed.

Thermal and stress confinement conditions
-----------------------------------------

According to Wang[@b38], the characteristic dimension of the heated region is the axial FWHM of the Bragg peak with about 300 μm. The related thermal relaxation time amounts to 570 ms, whereas the thermal stress relaxation time (using an US velocity of 1500 m/s) is 200 ns. Therefore, thermal and stress confinement conditions are fulfilled with proton pulse lengths below 200 ns at the considered energies.

Geant4 simulation
-----------------

For calculating the proton dose deposition in water, we used Geant4[@b25] (version 10.0.p01) and activated the QGSP_BIC_HP 2.0 physics lists for handling of the main electromagnetic and nuclear processes. A grid size between 10 μm and 100 μm was chosen for all three scoring dimensions. The value of the ionization potential of water was set to 78 eV, according to the latest recommendation of Andreo *et al.*[@b39]. Due to the low proton beam energies used in our ionoacoustic experiments, inaccuracies related to the density and the ionization potential of water could be neglected in our Bragg peak position simulations[@b15]. We found that uncertainties of the simulation can mainly be attributed to inaccurate determination of the experimental settings in the beam path, such as the thickness of the polyimide foil or the air gap, resulting in \~30 μm total error. Examples of Geant4 simulations for 20 MeV protons in water are shown in [Supplementary Information, Fig. S2](#S1){ref-type="supplementary-material"} (axial dose distribution, straggling without/with Al absorber).

k-Wave simulation
-----------------

The k-Wave simulation engine was used to simulate the entire ionoacoustic propagation and detection model, including proton energy transfer to the medium, generation of acoustic waves, and the propagation of acoustic waves until detection[@b27]. For this purpose, we supplied the k-Wave toolbox with the output of our Geant4 simulation. Correspondingly, the forward model comprised a 3D matrix with 30 × 30 × 10 μm^3^ grid size spacing (similar to the used Geant4 scoring), and a volume size of 13.2 × 13.2 × 32 mm^3^ in corresponding *x*, *y*, and *z* direction.
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![Experimental setup for 2D ionoacoustic imaging of proton beams.\
(**a**) Schematic of the 2D raster scan system using a focused high resolution acoustic wave sensor to characterize the proton dose distribution in water. Increased energy losses could be induced by means of an aluminum absorber inserted into the beam path. (**b**) Maximum intensity projection after raster scanning the proton beam. Arrows mark the position of the maximum. (**c**) Line profile of the Bragg peak in *x* and *y* direction, showing the measurement points (triangle and squares) and Gaussian fits to calculate the full width half maximum (FWHM). In *x*-direction, we determined the FWHM to be 2.4 ± 0.3 mm (red line) and in *y*-direction 2.3 ± 0.3 mm (blue line). (**d**) Bragg beak characterization with Al absorber. Maximum intensity projection of the particle beam after introducing a 0.5 mm Al sheet in the beam axis immediately after the vacuum exit window, arrows mark the maximum of the Bragg peak. (**e**) Line profile of the Bragg peak in *x* and *y* direction, illustrating scanning points and Gaussian fits to determine the FWHM.](srep29305-f1){#f1}

![Three-dimensional tomographic scan of the Bragg peak.\
(**a**) Experimental setup for 3D ionoacoustic imaging. (**b**) Maximum intensity projection of the 3D reconstruction in the *xy* plane. The arrows indicate the position of the maximum in *x* and *y* axis. (**c**) Image of the reconstructed volume, showing the MIP in the *yz*-plane. The line profile depicts the position of the Bragg peak at a distance of 4.3 ± 0.2 mm from the polyimide foil and further reveals a longitudinal FWHM of the Bragg peak of 0.28 ± 0.05 mm. (**d**) Image of the Bragg peak after introducing an aluminum absorber in the beam path. The arrows indicate the position of the Bragg peak maximum. (**e**) Proton range determination using ionoacoustic tomography. The inserted aluminum absorber reduces the range of protons in water.](srep29305-f2){#f2}

![Triple-modality imaging of a mouse leg using optoacoustics, ionoacoustics, and ultrasonography.\
(**a**) Schematic of the opto- and ionoacoustic experiment. For ultrasonography we replaced the curved array with a linear US-array (picture not shown). (**b**) Optoacoustic reconstruction of a mouse leg positioned in the proton beam line (scale bar represents 2 mm, star marks the medial marginal vein). (**c**) Ultrasonography of the mouse leg, showing metatarsal bones (scale bar represents 2 mm). (**d**) Cryoslice of a mouse leg with the ionoacoustic reconstruction (magenta color) co-registered to the optical image, displaying the Bragg peak at the distal end of the leg with a proton range *dz* = 4.7 ± 0.2 mm (star marks the medial marginal vein).](srep29305-f3){#f3}
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